Limit of accuracy for fluorescence lifetime temperature sensing.
Limit of accuracy for the fluorescence lifetime (FL) temperature-sensing method performed and marked that at lower temperature (< 400 K) it works well but for higher temperatures FL method does not found suitable. The non-radiative relaxation rate is noted to vary with increase in the temperature.